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SIMULATOR CALIBRATION REPORT

This 1s to certify that the simulator listed below has been examined and tested using

standards traceable to the National Institute of Standards and Technology (NIST) in

accordance to the standards set by the Rules of Missouri Department of Health and
Senior Services, 19 CSR 25-30.

SIMULATOR INFORMATION
Agency: Missouri State Highway Patrol
Serial Number: MP2475
Manufacturer: Guth
Model Number: 12V500
CALIBRATION RESULTS
Reference Simulator
Temperature Temperature
34.01 33,98

This calibration was performed with

NIST-Traceable Thermometer SN: 306168

This simulator was tested by: JL.C

This testing was performed: 11/18/15

This certification expires: 11/18/16 ]

Signature of certifying DISS Scientist: WQ
= N /

Name of certifying DHSS Scientist: Ellen R. Strawsine
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BREATH ALCOHOL SIMULATOR TEST WORKSHEET

Test Simulater Information

CDOE577

Agency Missouri State Highway Patrol o

Fmail for COC Jimmy.cleveland@mshp.dps.mo.gov

Serial Number: ["\?‘Z‘—Hf{

Manufacturer: Guth T
Mode! Number: 12V500 3 S

NIST-Traceable Reference Thermometer Information

Serial Number: 306168
Date of Certification: 08/13/2015 o
Date of Expiration: : 08/13/2016 B N
Test Simulator Measurements ,
Ci
Reference
Readings Thermometer Test Simulator

COPY OF LABEL PLACED ON SIMULATOR

1 DHO | 33.9%
U PN | 33 13

SCW AN Y

2

3 2430 | 23.9%
4

5

L ERN-A 23 95
Bias (51): B
Technician performing testing:  Jimmy Cleveland -

1 hereby certify that all data submitted within this form was collected in accordunce with the DHSS Provedure for the Testing
of Breath Alcohol Simulators and 19 CSR 25-30.051, Breath Anlyzer Uulibration snd Accurgey Verificution Standuds,

' Date: /71§ 1S

Jor simudator certification to DHSYS Breath Alcohol Program by fay at (3731 840-9139 or by emuil at
bricn futmeriaheatth mo, vov ar hreathatcehold iealti mo. i,

Signature: ~ /o

Subanit complfted forn

woww.heatth mo goy

Healthy Missounans !or life
Thae Missoun Bepadment of Beaith aee Semer Servicss will e the sicor n promating arotecting and partnseeg for boatn

NPT oA SN e, LUTHA LT o wvr st _warn L st v g




